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REVISIONS
ZONE | REV DESCRIPTION DATE APPROVED

1 | INITIAL RELEASE 5/17/2007| RBM

/@_\ 2 | REPAIR UPDATE 5/10/2021| MEB

D 12.625+.025 /®/ “ ? 5.625+.025 THRU

@ \
@

NOTES: \Q/ ’
/1N MATERIALS:

(1) MEDIUM DENSITY FIBERBOARD & (2) ACRYLIC. 1]
2. CLEARANCE:

©9.750+.025

12X @ .525+.003 THRU
EQUALLY SPACED ON
11.625+.003 BOLT CIRCLE

MAXIMUM PART SIZE OF @ 26.500". -

~4" AVAILABLE UNDER SPOOL FOR INSTALLATION (HANDS, TOOLS, ETC).
3. 240 LBS. MAXIMUM WEIGHT.

ITEM| PART NUMBER |QTY| DESCRIPTION | MANUFACTURER
PARTS LIST
4, MOUNTING FIXTURE SHOULD MOUNT TO EVERY HOLE ON BOLT CIRCLE. gﬂ%&:ﬁ?ﬁ%ﬁ:;::@ﬂED; THlRDgE%TECHON JEM ENGINEERING
s e M INCHES 8683 Cherry Lane Laurel, MD 20707
5. THE CENTER HOLE ON THE SPOOL IS USED TO ROUTE CABLES FROM YOUR DEVICE TO THE DECIVALS ANGLES HOlEs  f————— —— e ety =ane ravre
MEASUREMENT EQUIPMENT. WHEN DESIGNING YOUR MOUNTING FIXTURE, PLEASE ACCOUNT FOR THE [ 50Norscaitorawnc  [sramn o oeeer oo SPOOL, TOP, HOLE PATTERN,
CONNECTOR(S) AND CABLE(S) ON YOUR DEVICE AND PROVIDE ADEQUATE CLEARANCE FROM THE MATERIAL : CHECKED SPHERICAL CHAMBER
BASE AS NOT TO PINCH OR OTHERWISE INTERFERE WITH THE CABLING OR CONNECTIONS. N ENG PR i3 BWG NG, eV
NONE S— J.LILLY| 5/10/2021 B | 506_00|02_OPOOF | 2
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